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PREAMBLE

These guidelines have been prepared to assist laboratories worldwide on the method for stating test results
and assessment of compliance with specification for testing laboratories.  In order to satisfy the require-
ments of EN 45000 and ISO/IEC Guide 25, laboratories shall provide clients with statements of test
results, their uncertainty, and the assessment of compliance with specification when requested to do so
within the scope of these guidelines.  For calculation of uncertainty, other internationally agreed docu-
ments are available4.

The homogeneity of samples is assumed.  The use of validated test methods and calibrated equipment is
assumed.  All calibrations should, whenever possible, be traceable to national or international standards.

PURPOSE

The guidelines give rules for supplier and client concerning the assessment and reporting of compliance or
non-compliance for a single unit of product using an agreed test method.  Legal requirements supersede
any agreement.

AUTHORSHIP

These guidelines were prepared by a Working Group of ILAC Committee 3.  The Convenor was Erik L
Daae of the Netherlands.

The guidelines were endorsed for publication by ILAC Resolution No. 17/96.
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1. METHOD OF STATING TEST RESULTS

1.1 General Approach

1.1.1 The extent of the information given when reporting the test result and its uncertainty should be
related to the requirements of the client, the specification and the intended use of the result.
The methods used to calculate the result and its uncertainty should be available either in the
report or in the records of the test including:

- sufficient documentation of the steps and calculations in the data analysis to enable a
repeat of the calculation if necessary;

- all corrections and constants used in the analysis, and their sources;
- sufficient documentation to show how the uncertainty is calculated.

1.1.2 When reporting the test result and its uncertainty, the use of excessive numbers of digits
should be avoided.  In most cases the uncertainty need be expressed to no more than two
significant figures (although at least one more figure should be used during the stages of
estimation and combination of component uncertainties in order to minimise rounding errors).

1.1.3 Unless otherwise specified, the test result should be reported together with the expanded
uncertainty appropriate to the approximately 95% level of confidence, in the following man-
ner:

Measured value 100.1 (units)
Uncertainty of measurement ± 0.1 (units)

1.1.4 When specification describes an interval with an upper and lower limit, the ratio of the uncer-
tainty of measurement to the specified interval shall be reasonably small (i.e. 1:3).

1.2 Possibilities of Obtaining a Test Result

1.2.1 Testing to limit values
When testing is done by comparing the test result with a limit value rather than measuring a
specific value, the estimation of the uncertainty is also mandatory.

Depending on the definition of the specification limits, the test result should be reported in the
same way as >, > , < or < .

1.2.2 Testing results in specific values
When testing is done with a specific value as a result there are two possibilities:

- only one test sample is available (single test sample)
- two or more test samples from the same unit of product are available (duplicate, tripli-

cate etc. test samples).

The certainty of the average test result is dependent on the number of samples.  When the
number of samples increases, the average test result will better approximate the true value.
Therefore the number of test samples should be noted in the report.  The (average) test result
and uncertainty of measurement should be reported as mentioned under section 1.1.3.  The
calculation methods of the average test result and uncertainty are outside the purpose of these
guidelines.
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1.3 Special Cases

1.3.1 In exceptional cases, where a particular factor or factors can influence the results, but where
the magnitude can not be either measured or reasonably assessed, the statement will need to
include reference to that fact.

1.3.2 Any uncertainty that results from the test sample, not being fully representative of the single
unit of product, should normally be identified separately in the evaluation of uncertainty.
However, there may be insufficient information to enable this to be done, in which case this
should be stated in the report.  A possible remark could be:

The test results in this report relate only to the test sample as analysed and not to the single
unit of product from which the test sample was drawn.

2. ASSESSMENT OF COMPLIANCE WITH SPECIFICATION

2.1 These guidelines require that, when a test is carried out to a stated specification and the client
or the specification requires a statement of compliance, the report must contain a statement
indicating whether the test results show compliance with the specification.  There are a
number of possible cases where the uncertainty has a bearing on the compliance statement and
these are examined below.

2.2 The simplest case is where the specification clearly states that the test result, extended by the
uncertainty at a given level of confidence, shall not fall outside or within a defined specifica-
tion limit or limits.  In these cases (Case 1, 5, 6 and 10 of Appendix A), assessment of
(non)compliance would be straightforward.

2.3 More often, the specification requires a compliance statement in the certificate or report but
makes no reference to taking into account the effect of uncertainty on the assessment of
compliance.  In such cases it may be appropriate for the user to make a judgement of compli-
ance, based on whether the test result is within the specified limits with no account taken of
the uncertainty.  This is often referred to as shared risk since the end-user takes some of the
risk that the product may not meet the specification after being tested with an agreed measure-
ment method.  In this case there is an implicit assumption that the uncertainty of the agreed
measurement method is acceptable and it is important that it can be evaluated when necessary.
National regulations can overrule the shared risk principle and can put the uncertainty risk on
one party.

2.4 An agreement between the client and the laboratory or a code of practice or specification may
state that uncertainty can be ignored when judging compliance.  Similar considerations as for
shared risk (above) apply in such circumstances.

2.5 In the absence of any criteria, test specifications, client’s requirements, or codes of practice,
the following approach is recommended:

(a) if the specification limits are not breached by the test result, extended by half of the
expanded uncertainty interval at a level of confidence of 95%, then compliance with the
specification can be stated (Case 1 and 6 of Appendix A);

(b) where an upper specification limit is exceeded by the test result even when it is ex-
tended downwards by half of the expanded uncertainty interval, then noncompliance
with the specification can be stated (Case 5 of Appendix A);
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(c) if a lower specification limit is breached even when the test result is extended upwards
by half of the expanded uncertainty interval, then non-compliance with the specification
can be stated (Case 10 of Appendix A);

(d) if the measured single value without the possibility of testing more samples from the
same unit of product falls sufficiently close to a specification limit, such that half of the
expanded uncertainty interval overlaps the limit, it is not possible to confirm compli-
ance or non-compliance at the stated level of confidence.  The test result and expanded
uncertainty should be reported together with a statement indicating that neither compli-
ance nor non-compliance was demonstrated.  A suitable statement to cover these
situations (Case 2, 4 , 7 and 9 of Appendix A) would be, for example:

The test result is above (below) the specification limit by a margin less than the
measurement uncertainty; it is therefore not possible to state compliance/non-compli-
ance based on 95% level of confidence.  However, where a confidence level of less
than 95% is acceptable, a compliance/non-compliance statement may be possible.

If the law requires a decision anyway concerning rejection or approval, case 2 and 7
can be stated as compliance with the specification limit (with a lower than 95% confi-
dence level).  In Case 4 and 9 of Appendix A, non-compliance with the specification
limit can be stated (with a lower than 95% confidence level).

If two or more samples of a single unit of product can be tested, replicate testing is
advisable.  After estimating the average value for all test results on the same samples
and the new uncertainty for this average-value, the same judgement as above described
should be made.

(e) If the test result is exactly on the specification limit, it is not possible to state compli-
ance or non-compliance at the stated level of confidence.  The test result and expanded
uncertainty should be reported together with a statement indicating that neither compli-
ance nor non-compliance was demonstrated at the stated level of confidence.  A suitable
statement to cover these situations (Case 3 and 8 of Appendix A) would be for exam-
ple:

The test result is equal to the specification limit; it is therefore not possible to state
either compliance or non-compliance at the stated level of confidence.

If the law requires a statement concerning the assessment in the form of compliance or
non-compliance regardless of the level of confidence taking into account the provisions
of Section 2.3, the statement depends on the definition of the specifications:

•  if the specification limit is defined as < or > and the test result is equal to the
specification limit, then non-compliance can be stated.

• if the specification limit is defined as < or > and the test result is equal to the
specification limit, then compliance can be stated.
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Case 1

The measured
result is under
the upper limit,
even when
extended
upwards by half
of the
uncertainty
interval.

The product
therefore
complies with
the specification.

Case 2

The measured
result is below
the upper limit,
but by a margin
less than half of
the uncertainty
interval; it is
therefore not
possible to state
compliance.

However, where
a confidence
level of less than
95% is accept-
able, a compli-
ance statement
may be possible.

Case 3

The measured
result is on the
limit itself; it is
therefore not
possible to state
compliance nor
non-compliance.

However, where
a confidence
level of less than
95% is accept-
able, and the
specification
limit is defined
as <, a compli-
ance statement
may be possible.
When the
specification
limit is defined
as <, a non-
compliance
statement may
be possible.

Case 4

The measured
result is above
the upper limit,
buy by a margin
less than half of
the uncertainty
interval; it is
therefore not
possible to state
non-compliance.

However, where
a confidence
level of less than
95% is accept-
able, a non-
compliance
statement may
be possible.

Case 5

The measured
result is beyond
the upper limit,
even when
extended
downwards by
half of the
uncertainty
interval.

The product
therefore does
not comply with
the specification.

Case 7

The measured
result is above
the lower limit,
but by a margin
less than half of
the uncertainty
interval; it is
therefore not
possible to state
compliance.

However, where
a confidence
level of less than
95% is accept-
able, a compli-
ance statement
may be possible.

Case 6

The measured
result is above
the lower limit,
even when
extended
downwards by
the half of the
uncertainty
interval.

The product
therefore
complies with
the specification.

Case 8

The measured
result is on the
limit itself; it is
therefore not
possible to sate
compliance nor
non-compliance.

However, where
a confidence
level of less than
95% is accept-
able, and the
specification
limit is defined
as >, a compli-
ance statement
may be possible.
When the
specification
limit is defined
as >, a non-
compliance
statement may
be possible.

Case 9

The measured
result is below
the lower limit,
but by a margin
less than half of
the uncertainty
interval; it is
therefore not
possible to state
non-compliance.

However, where
a confidence
level of less than
95% is accept-
able, a non-
compliance
statement may
be possible.

Case 10

The measured
result is beyond
the lower limit,
even when
extended
upwards by half
of the uncer-
tainty interval.

The product
therefore does
not comply with
the specification.

= measurement result
with agreed method

I = uncertainty interval of
agreed method

Specified
upper limit

Specified
lower limit
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